Single photon sources (SPSs) based on quantum emitters hold promise in quantum radiometry as metrology standard for photon fluxes at the low light level. Ideally this requires control over the photon flux in a wide dynamic range, sub-Poissonian photon statistics and narrowband emission spectrum. In this work, a monochromatic single-photon source based on an organic dye molecule is presented, whose photon flux is traceably measured to be adjustable between 144 000 and 1320 000 photons per second at a wavelength of (785.6 ± 0.1) nm, corresponding to an optical radiant flux between 36.5 fW and 334 fW. The high purity of the single-photon stream is verified, with a second-order autocorrelation function at zero time delay below 0.1 throughout the whole range. Featuring an appropriate combination of emission properties, the molecular SPS shows here application in the calibration of a silicon Single-Photon Avalanche Detector (SPAD) against a low-noise analog silicon photodiode traceable to the primary standard for optical radiant flux (i.e. the cryogenic radiometer). Due to the narrow bandwidth of the source, corrections to the SPAD detection efficiency arising from the spectral power distribution are negligible. With this major advantage, the developed device may finally realize a low-photon-flux standard source for quantum radiometry.
Introduction
Sources of single photons are required for fundamental quantum optics experiments and are also key components in photonic quantum technologies. [1] Applications can be found in quantum cryptography, [2] quantum imaging, [3] simulation [4] and quantum-enhanced optical measurements. [5] Notably, they turn out to be ideal sources for radiometry, especially in quantum radiometry, where low photon fluxes (in the fW-range) have to be measured with low uncertainty. Indeed, current standards do not provide constant adjustable fluxes for calibrating single photon detectors and consequently all optical elements. [6] Even in the intermediate step of bridging the radiant power from single photon streams to the regime accessible with standard silicon photodiodes (calibrated against the primary standards), the problem of fluctuations in the average photon number per unit time arises in the case of attenuated lasers [7, 8] and a sub-Poissonian photon stream would be desirable.
In principle, single-photon sources offer the possibility to realize a new primary standard for light sources [9] in the low-flux range, complementing the blackbody radiator and the synchrotron radiation source. It is conceptually simple to relate the photon flux with the energy flux, i.e. the optical radiant flux (optical power)  through the simple expression  = ℎ = ℎ / , with h the Planck constant, c the speed of light,  the frequency and the wavelength of the emitted radiation. In case of pulsed excitation and ideal photon source, is exactly the pump repetition rate f, whereas for continuous wave (CW) pumping, the maximum photon flux is essentially approximately determined by the inverse of the excited state lifetime (1/ ). Although in practice single-photon sources are never ideal due to the non-unitary collection and quantum efficiency, they may provide a reproducible photon flux once metrologically characterized. In fact, from the quantum theory of photodetection (see e.g. Ref. [10] ), considering the photon count statistics measured in a time interval of t, the relationship between the variance in the measured photon flux (Δ 2 ) and the corresponding variance in the emitted photon flux (Δ 2 ) in the same time interval is given by
where is the overall emission, collection and detection efficiency. In other words, the advantage of using photon Fock states with respect to weak coherent pulses, when < > Δ = 1, is accounted for by the factor (1 − ) in the variance of the measured photon flux.
First experiments in this direction have been performed with color centers in diamond. The source presented in Ref. [11] , e.g., is based on an NV-center doped nano-diamond at room temperature, and is hence not particularly suitable for application in single-photon detector calibration, because of the broad emission spectrum, ( Δ~100 ). A much narrower bandwidth source is reported in Ref. [12] , based on a silicon-vacancy center. In this case, however, a direct calibration could not be carried out since the low photon rate (60 kphotons/s), due to the very small . In this respect, sources based on semiconductor quantum dots [13] or molecules [14] in cryogenic environment look currently more suitable for applications. In particular, polycyclic aromatic hydrocarbon molecules show an unmatched combination of suitable properties: quantum yield close to unity, pronounced branching ratio in favor of the narrowband zero phonon line (00-ZPL) at cryogenic temperature and photostable emission. [15] In this paper, we report on the optimized and metrologically characterized photon flux from a single-photon source based on a dibenzoterrylene (DBT) molecule in an anthracene nanocrystal, exhibiting strong sub-Poissonian photon statistics, as well as narrow-band, bright and photostable emission. The source is hence deployed under CW excitation for the calibration of a single-photon detector directly against a classical silicon photodiode, which is in turn traced to the primary standard for optical radiant flux, i.e. the cryogenic radiometer.
In Section 2, the molecule-based single-photon source used for the experiments is described.
Section 3 deals with the metrological characterization of the source, while in Section 4 the SPS-based calibration of a silicon SPAD is discussed. In Section 5 we draw conclusions and outlooks, and in Section 6 the experimental steps are described in more detail.
The single-photon source
DBT molecules in anthracene (Ac) emit narrow-band photons when cooled down to cryogenic temperatures, exhibiting high quantum efficiency, photostability and quantum coherence, [16, 17] even embedded in small nanocrystals. [18] However, since a high photon flux is relevant for applications in quantum radiometry, collection efficiency of single molecule fluorescence requires optimization. This is particularly true for low numerical aperture optics, such is the case of the long-working-distance microscope objective (N.A.=0.67), which is used in the setup for cryogenic operation. In order to maximize the detected photon flux from single DBT molecules in Ac nanocrystals at low temperatures, the multilayer configuration discussed in Ref. [19] is further adapted.
The single-photon source used in this work is obtained from an isolated DBT molecule, placed around 100 nm away from a metallic mirror (160-nm thick gold layer). This distance fits within the (6 ) ⁄ ↔ (4 ⁄ ) interval (where is the emission wavelength and the refractive index of the medium), i.e. the condition which maximizes the emission directionality within a small angle around the polar axis. [20] This simple configuration can be obtained with a cost-effective procedure, based on the deposition of DBT-doped Ac nanocrystals over the gold mirror. Such nano-crystals are prepared as suspension in water through a reprecipitation method, [18] which enables a certain control over the crystal size and emitter brighter, due to their optimal placement and orientation with respect to the metallic mirror.
Thanks to a very low probability of having more than one molecule per nanocrystal, such relevant cases correspond to the brightest spots of a fluorescent map such as the one shown in Figure 1b , obtained under wide field illumination and imaging on camera.
In Figure 1c , a sketch of the optical setup is outlined, representing an epifluorescence microscope, where the sample is cooled down to 3 K and which is equipped with different detection options. More details about the optical setup are provided in Section 6.
Once a promising nanocrystal is selected, confocal illumination (and detection) is adopted for the optical characterization of the source. The use of isolated nano-crystals enables single emitter addressing without specific spatial filtering beyond confocal microscopy.
Metrological characterization of the molecule-based single-photon source
Single molecules are pumped into the first electronic excited stated (which has a lifetime ~4 ns) via an auxiliary vibrational level using a diode laser centered at a wavelength of 767 nm (see Figure 1a) . The Stoke-shifted fluorescence is filtered out and characterized in terms of the photon statistics and spectral features. In Figure 2a the emission spectrum of the molecule which is metrologically characterized and deployed in this paper is shown. The peak around 767 nm is due to the residual laser light, whereas the most intense signal is associated to the molecule main transition, i.e. its 00-ZPL. This is filtered in a bandwidth of about 2 nm around the wavelength ~785 nm. In the inset of Figure 2a the resulting spectrum appears limited by the spectrometer resolution (~ 0.2 nm) and can be independently measured via excitation spectroscopy to be smaller than one picometer. [18] The measurements reported in the following sections are obtained in these operative conditions.
Both photon flux and g (2) (t) function are measured at the output of a multimode fiber, as a function of the excitation power. Extract from the measurement results are depicted in Figure   2b and 2c-d, respectively, for the molecule chosen as a reference.
The molecular-based SPS is able to deliver at the fiber-coupled detector up to 1.4 × 10 6 photons per second, keeping high purity of the single-photon emission for any set rate (in particular, (2) (0) = 0.08 ± 0.01 at maximum photon rate, without deconvolving for the SPAD response function of around 0.4 ns). These characteristics are outstanding especially when considering the detected power in a given frequency interval. Indeed, according to excitation spectroscopy reported in our previous works, [18] around 2/3 of the collected photon flux, i.e. more than 0.9×10 6 photons/s, falls within a 50MHz-wide spectral window. Overall the developed source fulfils the requirements to operate as a secondary standard source for SPAD calibration (see Section 4).
It should be noted that the saturation curve reported in Figure 2b decays for very high pump powers. This power-dependent shelving effect has not been reported before for organic molecules and is currently under investigation. [21] For the purpose of this paper however, it only limits the accessible photon flux, which is already relevant for radiometric applications.
The photon statistics of the source is obtained measuring the histogram of the difference in the photon arrival times using start and stop signals from two SPAD detectors, arranged in a Hanbury-Brown Twiss configuration (see Figure 5 ). It is well known that such data set represents correctly the g (2) (t) only for short times. Indeed, for long times the coincidence probability is suppressed by the high detected count rate.
The g (2) (t) function can be fitted with the expression
where b and t1 represent the depth and the time constant of the anti-bunching dip, respectively, [22] and the last term accounts for the effect of the arrival time statistics, considering Poissonian distribution (R is the average count rate per SPAD). We can exclude in first approximation a bunching contribution given by the dark periods related to the occupation of the meta-stable triplet state (blinking), since it holds on several microsecond time scale, and off-time is estimated to be limited to few percent. [16] Indeed, the value for R obtained by the fit is in agreement with the count rate directly read by each detector.
In the framework of metrological applications, it is relevant to determine the stability of the photon flux under CW excitation. We report less than 1% fluctuations on short time-scale (seconds), and a drift of around 2% due to the pump light alignment within a time interval of 10 minutes.
Another set of measurements has been devoted to the determination of the highest temperature at which the device is able to guarantee a photon stream with reasonable optical properties for metrological applications, such as: photon flux > 1 Mcps; g (2) (0) < 0.1; spectrum FWHM < 2 nm.
[23]
Raising the temperature indeed, line-broadening is expected, together with a lowering of both the absorption cross section and of the branching ratio into the 00-ZPL. In Figure 3 , the emission spectrum for different temperatures is shown for a fixed pump power. Due to the limited resolution of the spectrometer (evaluated to be around 0.2 nm by measuring a laser line with actual linewidth < 10 fm), broadening of the line becomes evident only around 20 K.
However, the combined effect of the other two aspects is effective already at 10 K and can be only partially mitigated by a stronger excitation. Table 1 gathers the results of this analysis, which fixes the maximal operating temperature of the device to approximatively 20 K.
Calibration of a single-photon detector with a molecule-based SPS
The detection efficiency of a Si-SPAD detector is determined by comparing the photon flux Interestingly, the molecule emission rate approaches the regime in which the detector dead time ( ) affects the measurement of the detection efficiency [8] .
The standard uncertainty associated with each measurement value is indicated by an error bar.
It was calculated following the guidelines expressed in Ref. [24] . The achieved uncertainty varies within the range from 2 % to 6 %, depending on the photon rate, i.e. the lower the photon rate, the higher is the uncertainty. This can be ascribed to the reference detector random noise, which is the highest contribution to the total uncertainty at fW-levels, as observed in the uncertainty budget shown in Table 2 . The final value obtained for the Si-SPAD quantum efficiency is = (0.603 ± 0.012).
Conclusions
In this paper we demonstrate the realization of an absolute single-photon source based on the emission of an organic dye molecule operated at cryogenic temperature. This result is obtained by linking the single-photon stream generated by the molecule to a national radiometric standard for optical fluxes via an analog Si-detector, calibrated through an unbroken traceability chain and able to read optical radiant fluxes down to a few tens of fW.
The source presented here shows significant advances with respect to previous demonstrations in the field of radiometry in terms of flux (1.32 Mphoton/s), linewidth (< 0.2nm) and purity The reported single-photon source can in principle be operated in pulsed conditions, with an estimated photon flux of around 300 kphoton/s for 20 MHz pump repetition rate. Under these conditions the device can works as a predictable true single-photon source whose photon flux is directly tuned by acting on the pump repetition rate, with high reliability and precision also at power levels below the detection limit of conventional photodetectors.
Beyond the demonstrated impact in quantum radiometry, thanks to the long coherence time and the efficient molecular emission into the Fourier-limited 00-ZPL, the presented device might find immediate applications also for quantum communication, simulation and computing, or in quantum imaging.
Experimental Section

Optical setup
The epifluorescence microscope setup used in the experiment is shown schematically in (t) in the form of time delay histogram of the detection events between the two detectors.
Finally, a flippable mirror set before the fiber coupling system can deviate the signal beam towards an EM-CCD-equipped spectrometer (Andor Shamrock SR-303i-A, camera iXon3), which can work also as simple wide-field imaging camera (tube-lens LT focal length 20cm).
By adding a second converging lens LBFP at the appropriate position between the tube-lens and the camera, imaging of the back focal plane of the objective lens is obtained.
Traceability chain for the calibration of the reference Si-detector
The reference detector used for the photon flux measurement of the source is an analog ultra- PTB's primary standard for optical power, i.e. the cryogenic radiometer. [25] The complete traceability chain is shown in Figure 6 , where i is the wavelength,  is the optical radiant flux and u is the standard measurement uncertainty. In a first step, a Si trap detector is calibrated against the cryogenic radiometer at specific wavelengths and optical powers (W).
Then, a spectrally flat detector, i.e. a thermopile detector, is used to determine the responsivity of a Si photodiode, which acts as working standard at the specific wavelength of the photons emitted by the single photon source, i.e. 785.6 nm. Finally, the spectral responsivity of the low-noise Si-detector used for the calibration of the Si-SPAD detector is obtained by means of the double attenuation calibration technique described in Ref. [8] and the Si photodiode working standard. The spectral responsivity obtained at 785.6 nm is, = (57.52 ± 0.58) × 10 −2 ⁄
The uncertainty of the spectral responsivity here reported corresponds to a standard uncertainty (k = 1). , where h is the plank´s constant, c is the speed of the light, is the wavelength, is the amplification factor of the internal amplifier of the reference detector, is the photo-voltage measurement (Si-detector measurement), is the linearity factor correction of the Si reference detector and is the SPAD counts including dark counts correction.
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